
1. Removing the frame tube clamp

Remove the screws from 
the lower frame tube clamp 
on both sides, see Fig. 1

2. Mounting the seat

Add the shorter connecting tube of the seat into the 
frame tube of the nimbo, on both sides. Fig. 2
Fix the frame tube clamp again, Fig. 3
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3. Removing the cross strut

Remove the screws connecting the cross strut to the 
frame tube, Fig. 4/5
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4. Hanging and fixing

Now attach the movable 
rails and fix them again; ple-
ase ensure that you use the 
longer screw supplied.

5. Function check

Check that all screws are 
tightend nand that the seat 
works proper.
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Assembly instructions 
Seat for Nimbo
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